HEXAVALENT CHROM UM in Soil and Water
Colorinetric
SW 846 Met hod 7196A *

HEXAVALENT CHROM UM i n Water
At om ¢ Absorption, Chelation-Extraction
EPA Met hod 218. 4

Tabl e 1. Summary of Contract Required Detection Limts, Holding Times, and
Preservation for Hexaval ent Chrom um (Cr *8)
Anal yti cal Contract Techni cal and Preservation
Par arret er Requi r ed Contract Hol di ng
Det ecti on Times @
Limt
(CRDL)
Hexaval ent 20 ug/L ® Techni cal : 24 hours Cool to 4°C +2°C¢®
Chromi um (O *8)in fromcoll ection;
Wat er Sanpl es 10 pg/L ¢ Contract: 12 hours
fromreceipt at
| aboratory
O in Soil 2 g/ kg Contract: 12 hours Cool to 4°C £2°C
Sanpl es ¢ fromreceipt at
| aboratory
* If the colorinmetric nmethod is not suitable, EPA Method 218.4 may be

used. |f EPA Method 218.4 is designated for analysis, the
di phenyl carbazi de col orinetric procedure discussed in Section 2.3 of EPA
Met hod 218.4 may NOT be used.

a Laboratories bidding on this analysis nust be |ocated within a 3 hour
drive fromthe site of sanple collection.

b 20 pg/L CRDL for analysis by SW846 Method 7196A

c 10 pg/L CRDL for analysis by EPA Method 218. 4

d Soi | Sanpl es: Foll ow EPA SW846 Method 3060A (January 1995) for sanple
di gesti on.

e Determine initial pH of water sanples.

Data Cal cul ati ons and Reporting Units:

Calcul ate the sanple results fromthe standard curve. Calculate soil sanple
results using the equation provided in Section 7.10.1 of Method 3060A.

Report water sanple results in concentration units of mcrograns per liter
(pg/L). Report soil sanple results in concentration units of nilligrans per
kil ogram (ng/kg). O *® concentrations that are less than 10 pg/L or 10 ng/ kg
to 1 significant figure, and O*® concentrations that are greater than or
equal to 10 pg/L or 10 ng/kg to 2 significant figures.

For rounding results, adhere to the follow ng rules:

a) If the nunber following those to be retained is less than 5, round down;
b) If the nunber following those to be retained is greater than 5, round up;
or

c) If the nunber following the last digit to be retained is equal to 5, round
down if the digit is even, or round up if the digit is odd.

Al records of analysis and cal cul ati ons nust be | egible and sufficient to
recal cul ate all sanple concentrations and QC results. Include an exanple
calculation in the data package.
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Tabl e 2. Summary of Calibration Procedures for Hexaval ent Chroni um
Cal i bration El enent Fr equency Accept ance Corrective Action
Citeria
Initial Calibration Initially; whenever r $ 0.995 1. Termi nate analysis

(mnimum blank + 5
poi nts for each
anal yte) (1CAL) & b

required, due to
failure of ICV or CCV

2. Recalibrate and verify before sanple
anal ysi s

Initial Calibration
Verification (I1CV) at
m dpoi nt of | CAL
(Separate source from
| CAL st andar ds)

Daily, prior to

sanpl e anal ysi s;

i mredi ately foll ow ng
| CAL

+10% from
expect ed
concentration

1. ldentify and docunent problem

2. Reprep ICV and reanal yze all associ ated
sanpl es

3. Recalibrate and reanal yze reprepped |ICV
and all associated sanpl es

Cont i nui ng
Calibration
Verification (CCV)

Fol I owi ng I CV and
before sanple

anal ysis; after every
10 sanpl es and end of
run

+ 10% from
expect ed
concentration

1. Recalibrate and verify
2. Reanal yze sanpl es back to | ast good CCV

Cali bration Bl ank
Verification (ICB,
CCB)

After ICV and every
cev

< CRDL

1. Term nate anal ysis

2. ldentify and docunent the problem

3. Recalibrate, verify and reanal yze all
associ ated sanples with results | ess than
10 times the level of contamination in the
bl ank.

CRDL Verification
St andar d

After initial CCV/ CCB

+ 20% from
expect ed
concentration

1. Reprep and reanal yze standard
2. Recalibrate and verify

a The |1 CAL standards for SW846 Method 7196A nust include standard concentrations at the CRDL (20 pg/L)
t hrough 500 pg/ L.

The |1 CAL standards for EPA Method 218.4 nust include standard concentrations at the CRDL (10 pg/L)
t hrough 250 pg/ L.

b A calibration curve nust be prepared with each set of sanples.
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Tabl e 3. of Internal Quality Control Procedures for Hexaval ent Chrom um
QC El enent Fr equency Accept ance Corrective Action
Criteria
Laboratory One per Batch or SDG @ < CRDL 1. If lowest sanple concentration is nore than

Met hod Bl ank (1 per 20 sanples 10X the bl ank conc., no action
(MB) m ni mum 2. |If sanples are non-detected, no action
3. If detected sanple concentrations are |ess
than 10X bl ank conc., all associated sanpl es
must be prepared again w th another nethod bl ank
and reanal yzed
Duplicate One per batch or SDG RPD <20% f or 1. Flag associated data with an "*"
Sanpl e (DUP) (1 per 20 sanples sanpl es >5X
m ni mum CRDL; + CRDL
for sanples
<5X CRDL
Mat ri x Spi ke One per batch or SDG + 25% from 1. Flag associated data with an "N’
(M) (1 per 20 sanples expect ed
m ni num val ue

Laboratory

(LS

Control Sanple

One per batch or SDG
(1 per 20 sanples
m ni mum

+ 20% from
expect ed
concentration

Term nate anal ysi s
I dentify and document the problem
Reanal yze al | associ ated sanpl es

wN e

a SDG - Sanple Delivery Goup - each case of field sanples received;

or each 20 field sanples within a case;

or each 14 cal endar day period during which field sanples in a case are received.

Dilute and reanal yze sanples with concentrations exceeding the range of the calibration curve. Results for

such reanal yses should fall

docunentation for both anal yses.
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